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Results We confirm the initially reported specificity and further 
narrow down its confidence interval (specificity 99.5%, 95% CI 
99.4–99.6%), and show that this high specificity is valid across 
diverse patient categories. Here we demonstrate that differences in 
positive predictive values between patient categories reflect the 
prevalence of syphilis in these categories, and are not due to differ-
ences in specificity. In addition, in a sensitivity analysis we show 
that these conclusions are robust for several assumptions.
Conclusion Our analysis shows that the high specificity found in 
the initial study, stands up after implementation in a population 
with a low syphilis prevalence (0.9%). Using a selected serum sam-
ple collection is therefore a valid manner in the evaluation of syphi-
lis serological diagnostic assays. Confirmatory syphilis testing 
remains mandatory in low prevalence populations, even when the 
screening test has a very high specificity.
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Background Although syphilis and HIV are primarily transmitted 
through sexual intercourse, they can also be transmitted from 
mother to child during pregnancy or at delivery. Testing pregnant 
women for syphilis and HIV is an important public health measure 
to prevent vertical transmission. Several countries have included 
screening of pregnant women using rapid HIV testing, and recently 
also rapid syphilis testing. Screening pregnant women for both dis-
eases with one test is not only desirable but could also be very con-
venient. We present the results of the laboratory-based evaluation 
of a new test: the SD Bioline HIV/Syphilis Duo.
Methods We used archived serum specimens characterised as posi-
tive or negative for HIV and/or Syphilis. The gold standard positive 
for HIV was EIA (Vironostika® HIV Uni-Form II Ag/Ab, bioMéri-
eux) with confirmation using Western blot. The reference standard 
positive for syphilis was the Rapid Plasma Reagin test (RPR, bio-
Mérieux) with confirmation using the Treponema pallidum Particle 
Agglutination (TPPA) assay (Fujireibio, Japan). Reference standard 
negatives were EIA negative and RPR negative for HIV and syphilis 
respectively. For Syphilis we used a total of 665 samples, including 
198 positives, and for HIV we used 662 samples including 91 posi-
tives. There were 42 samples positive for both HIV and syphilis. 
The samples were tested with the SD Bioline HIV/Syphilis Duo by 
a laboratory technician blinded to the gold standard results.
Results For Syphilis we observed a sensitivity of 100% (198/198) 
and a specificity of 99.57% (465/467). The two RPR negative/Bio-
line positive samples were negative for TPPA. For HIV, both the sen-
sitivity and specificity were 100% (91/91 and 571/571 respectively).
Conclusions The SD Bioline HIV/Syphilis Duo test has a good 
performance in archived sera. Its high sensitivity suggests that this 
dual test would be of use in screening programmes for syphilis and 
HIV.
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Background Automated immunoassays (AI) for detection of T. 
pallidum antibodies are increasingly used for syphilis screening in 
the United States. These assays demonstrate fast performance, 
reduced labour requirements, and high throughput with walk-away 
capability. Limited data are available about the relative seroreactiv-
ity among commercial treponemal assays, especially in low risk 
populations. Additionally, it is unknown to what extent the AI sig-
nal strength values, used to assess reactivity, are associated with 
non-AI treponemal reactivity. We compared concordance of serore-
activity among 7 treponemal tests and assessed AI signal strength 
values associated with reactivity.
Methods Previously identified reactive and nonreactive sera 
(n = 566) were obtained from Kaiser Northern and Southern Cali-
fornia regional laboratories. All sera were tested with AIs: BioPlex 
2200 Syphilis IgM/IgG (BioRad), treponemal LIAISON (DiaSorin), 
Advia-Centaur syphilis (Siemens), and non-AIs (INNOLIA syphilis 
score (INNOGENETICS), TrepSure (Phoenix Biotech), Treponemal 
Pallidum Particle Agglutination (TP-PA) (Fujirebio), and Fluorescent 
Treponemal Antibody-Absorption (FTA-ABS) (Zeus Scientific) 
tests. Reactivity was interpreted according to manufacturers’ 
instructions.
Results Seroreactivity ranged from 40.5 – 43.9% for AIs, and 33.0–
42.2% for non-AIs. In all 7 tests, 30% (167/566) were reactive, and 
positive agreement among assays was 82.3%. The overall seroreac-
tivity among AIs was 38.9% (220/566) and positive agreement was 
92.6%. Minimum signal strength values of 11.72 (Centaur, range: 
1.1–45), 4.4 (BioPlex, range: 1.1–8) and 9.4 (Liaison, range: 1.1–70) 
correlated 100% with TPPA reactivity. The proportion of AI-serore-
active specimens that were also TP-PA reactive were: 86.5% 
(198/229) for BioPlex, 85.2% (202/237) for ADVIA-Centaur, and 
81.6% (200/245) for LIAISON.
Conclusion Although there is some variation in seroreactivity 
among the 7 tests, there is good correlation. A large proportion of AI 
tests with a minimal signal-to-cutoff ratio were associated with a 
positive TP-PA, suggesting that a second treponemal test may not 
be necessary to confirm AI-reactive, RPR-nonreactive sera.
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Background Assays for the detection of Trichomonas vaginalis (TV) 
are available on certain commercial platforms. The objective of this 
study was to assess the performance characteristics of a new labora-
tory developed test (LDT) for the detection of TV from urine, and 
swab samples, when tested on the Abbott m2000 platform; a plat-
form widely used for the detection of C. trachomatis (CT) and N. 
gonorrhoeae (NG).
Methods Residual swab samples that had been previously 
eluted into CT transport medium and urine were placed into 
Abbott transport tubes. Testing for CT/NG was performed on 
the m2000 platform per package insert; the remaining residual 
extracted DNA was used for TV testing on the m2000 platform. 
TV specific primers, probe, and thermal cycling conditions were 
optimised in our laboratory. Residual DNA from each sample 
was manually transferred to an amplification plate containing 
master mix. Real-time PCR was performed on the m2000 plat-
form in open mode with the TV LDT results being compared to 
an LDT for TV that has been validated and used in our labora-
tory for more than a decade. Assay agreement was assessed using 
Kappa statistics.
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